LED Fluorescence Microscopy for the Diagnosis of Pulmonary Tuberculosis: A Multi-Country Cross-Sectional Evaluation

Luis Eduardo Cuevas1,2, Najla Al-Sonboli3, Lovett Lawson4, Mohammed Ahmed Yassin1, Isabel Arbide5, Nasher Al-Aghbari3, Jeevan Bahadur Sherchand6, Amin Al-Absi7, Emmanuel Nnamdi Emenyonu4, Yared Merid8, Mosis Ifenyi Okobi9, Juliana Olubunmi Onuoha4, Melkawsew Aschalew10, Abraham Aseffa10, Greg Harper1, Rachel Mary Anderson de Cuevas1, Sally Jane Theobald1, Carl-Michael Nathanson2, Jean Joly2, Brian Faragher1, Stephen Bertel Squire1, Andrew Ramsay2

1 Liverpool School of Tropical Medicine, Liverpool, United Kingdom, 2 United Nations Children’s Fund/United Nations Development Programme/World Bank/World Health Organization Special Programme for Research and Training in Tropical Diseases, Geneva Switzerland, 3 Medical Faculty, Sana’a University, Sana’a, Yemen, 4 Zankli Medical Centre, Abuja, Nigeria, 5 Bushullo Major Health Centre, Awassa, Ethiopia, 6 Tribhuvan University Institute of Medicine, Kathmandu, Nepal, 7 National Tuberculosis Institute, Sana’a, Yemen, 8 Southern Region Health Bureau, Awassa, Ethiopia, 9 Wuse General Hospital, Abuja, Nigeria, 10 Armauer Hansen Research Institute, Addis Ababa, Ethiopia

Abstract

Background: The diagnosis of tuberculosis (TB) in resource-limited settings relies on Ziehl-Neelsen (ZN) smear microscopy. LED fluorescence microscopy (LED-FM) has many potential advantages over ZN smear microscopy, but requires evaluation in the field. The aim of this study was to assess the sensitivity/specificity of LED-FM for the diagnosis of pulmonary TB and whether its performance varies with the timing of specimen collection.

Methods and Findings: Adults with cough ≥2 wk were enrolled consecutively in Ethiopia, Nepal, Nigeria, and Yemen. Sputum specimens were examined by ZN smear microscopy and LED-FM and compared with culture as the reference standard. Specimens were collected using a spot-morning-spot (SMS) or spot-spot-morning (SSM) scheme to explore whether the collection of the first two smears at the health care facility (i.e., “on the spot”) the first day of consultation followed by a morning sample the next day (SSM) would identify similar numbers of smear-positive patients as smears collected via the SMS scheme (i.e., one on-the-spot-smear the first day, followed by a morning specimen collected at home and a second on-the-spot sample the second day). In total, 529 (21.6%) culture-positive and 1,826 (74.6%) culture-negative patients were enrolled, of which 1,156 (49%) submitted ZN smear specimens and 1,199 (51%) submitted LED-FM specimens. Single LED-FM smears had higher sensitivity but lower specificity than single ZN smears. Using two LED-FM or two ZN smears per patient was 72.8% (385/529, 95% CI 68.8%–76.5%) and 65.8% (348/529, 95% CI 61.6%–69.8%) sensitive (p < 0.001) and 90.9% (1,660/1,826, 95% CI 89.5%–92.2%) and 98% (1,790/1,826, 95% CI 97.3%–98.6%) specific (p < 0.001). Using three LED-FM or three ZN smears per patient was 77% (408/529, 95% CI 73.3%–80.6%) and 70.5% (373/529, 95% CI 66.4%–74.4%, p < 0.001) sensitive and 88.1% (95% CI 86.5%–89.6%) and 96.5% (95% CI 96.8%–98.2%, p < 0.001) specific. The sensitivity/specificity of ZN smear microscopy and LED-FM did not vary between SMS and SSM.

Conclusions: LED-FM had higher sensitivity but, in this study, lower specificity than ZN smear microscopy for diagnosis of pulmonary TB. Performance was independent of the scheme used for collecting specimens. The introduction of LED-FM needs to be accompanied by appropriate training, quality management, and monitoring of performance in the field.

Trial Registration: Current Controlled Trials ISRCTN53339491

Please see later in the article for the Editors’ Summary.


Academic Editor: Douglas Wilson, Edendale Hospital, South Africa

Received August 16, 2010; Accepted June 1, 2011; Published July 12, 2011

Copyright: © 2011 World Health Organization; licensee Public Library of Science (PLoS). This is an Open Access article in the spirit of the Public Library of Science (PLoS) principles for Open Access http://www.plos.org/oa/, without any waiver of WHO’s privileges and immunities under international law, convention, or agreement. This article should not be reproduced for use in association with the promotion of commercial products, services, or any legal entity. There should be no suggestion that WHO endorses any specific organization or products. The use of the WHO logo is not permitted. This notice should be preserved along with the article’s original URL.

Funding: This research was funded by the Bill & Melinda Gates Foundation and the United States Agency for International Development through grants awarded to the UNICEF/UNDP/World Bank/WHO Special Programme for Research and Training in Tropical Diseases (Grant Nos. 3636/9900727 and AAGG-00-99-00005-31, respectively). These funders did not play any role in study design, data collection, decision to publish, the analysis or interpretation of the data for the study or preparation of the manuscript. The LUMIN and the QBC Paralens Fluorescence Microscopy Systems were generously provided free of charge by LW Scientific, which also paid the costs of shipping the systems to study sites. No other financial support was provided by LW Scientific or by QBC Diagnostics. Information supplied on the fluorescence microscopy systems by LW Scientific or QBC Diagnostics consisted only of technical support materials that are made available to all purchasers of the units, or that could be obtained via the LW Scientifics or QBC Diagnostics technical help desk. Neither LW Scientific nor QBC Diagnostics were involved in the design, conduct or analysis of the study. Neither were they involved in the preparation of the manuscript or decision to publish the study. The authors of this paper alone are responsible for the views expressed in this publication which do not necessarily represent the decisions or policies of the World Health Organization.
Competing Interests: Andrew Ramsay is employed by WHO/TDR, the institution administering the grants from USAID and the Bill & Melinda Gates Foundation that funded this work. The other authors have declared that no competing interests exist.

Abbreviations: AFB, acid fast bacilli; EQA, external quality assessment; FM, fluorescence microscopy; LED-FM, LED fluorescence microscopy; LMIC, low- and middle-income country; PTB, pulmonary tuberculosis; SMS, spot-morning-spot; SSM, spot-spot-morning; TB, tuberculosis; WHO, World Health Organization; ZN, Ziehl-Neelsen

* E-mail: cuevasl@who.int
Introduction

Tuberculosis (TB) is a major public health problem; there are 9.3 million new cases and 1.7 million deaths per year [1], with 90% of cases occurring in low- and middle-income countries (LMICs) [1]. Most patients suspected of having pulmonary TB (PTB) in LMICs are investigated by examining three sputum specimens collected over a minimum of 2 d. Sputum smears are stained with Ziehl-Neelsen (ZN), and each smear examination requires an average of 5–10 min, creating considerable workloads for laboratories with limited resources. An alternative technique to ZN smear microscopy, fluorescence microscopy (FM), is reported to be 10% more sensitive than ZN smear microscopy [2] and, since fluorescent acid fast bacilli (AFB) can be seen at lower magnification than ZN-stained AFB, FM smears can be examined in a fraction (about 25%) of the time needed for ZN smears [2]. Although FM can reduce laboratory workloads [3], it has been difficult to implement it widely in LMICs due to the high cost and complexity of the microscope and mercury vapour lamp lighting system, the need for a dark room, and perceived health risks associated with ultraviolet light exposure [4].

Recent technical developments have the potential to improve some of the shortcomings of the smear diagnosis of TB. These include the development of illumination systems based on LEDs (light-emitting diodes), which resulted in LED fluorescence microscopy (LED-FM) becoming commercially available [5]. Furthermore, the World Health Organization (WHO) recently modified its guidelines for the diagnosis of PTB [6] and reduced the number of AFB required to declare a smear as positive (from 10 to 1 AFB), the minimum number of specimens needed for diagnosis (from three to two), and the number of positive smears required to classify a patient as having smear-positive TB (from two to one smear). In a separate publication [also reported in PLoS Medicine [7]], we report that the ZN smear microscopy examination of two sputum specimens collected on the spot the first day of consultation, followed by the examination of a third specimen collected the following morning (i.e., spot-spot-morning [SSM]) identifies the same number of patients with smear-positive PTB as the frequently used spot-morning-spot (SMS) scheme (i.e., examination of one sputum specimen collected on the spot the first day of consultation, followed by the examination of a second specimen collected the following morning and a third specimen collected on the spot when the patient brings the morning specimen to the health centre) [8]. As most smear-positive PTB patients are identified by the first two specimens [9], a SSM scheme could detect most smear-positive patients on the first day of consultation. It is thus conceivable that a service that examines SSM specimens using LED-FM and classifies patients using the revised WHO guidelines could ease workloads and speed up the diagnostic process in LMICs, with significant benefits for patients and health systems [3].

We therefore conducted a study, nested within a clinical trial, assessing the sensitivity and specificity of LED-FM using both SSM and SMS sputum collection schemes for the diagnosis of PTB.

Methods

The protocol for the trial was registered (ISRCTN53339491), and ethical approval was obtained from the Liverpool School of Tropical Medicine and WHO ethics review committees, the institutional review boards, and respective national research ethics committees of the participating centres (see Text S1). Translated consent forms and patient information sheets were used for each site. Informed written or oral consent in front of a witness was obtained from all patients. Patients unable to provide informed consent and those who had received anti-TB treatment in the last month were excluded.

This was a prospective cross-sectional study carried out in Ethiopia, Nepal, Nigeria, and Yemen over a 15-mo period from 3 January 2008 to 30 March 2009 (see Text S2). The study was nested within an efficacy clinical trial assessing whether the sensitivity and specificity of ZN smear microscopy of sputum specimens collected under a SSM scheme were non-inferior to those of ZN smear microscopy following the standard SMS collection scheme for the diagnosis of PTB, which is also published in this issue [7]. The study sites were selected to obtain a wide geographical representation of LMIC settings and took advantage of a larger clinical trial on smear microscopy being undertaken at the same time. This facilitated training, as well as the use of protocols and standard operating procedures across locations.

All consecutive patients ≥18 y old with cough ≥2 wk duration presenting at participating health facilities were screened and invited to participate in the clinical trial. Of these, only the first 7–10 patients attending the health care centres each day were invited to participate in the LED-FM evaluation to avoid overloading the laboratories (see Figure 1). It is recognised that selecting the first patients may have introduced systematic biases (e.g., residents of nearby households with mild illnesses or those from remote locations with advanced disease stages). Random selection, however, was logistically difficult. The data obtained for smear microscopy (ZN and LED-FM) were paired and therefore relatively independent of the actual representativeness of the participants in relation to the reference population.

Patients enrolled in Ethiopia were attending Bushullo Major and Awassa Health Centres. These are the main health service providers for Awassa District in the Southern Region. Smear microscopy was conducted in the health centres’ laboratories, and sputum specimens were cultured at the Armauer Hansen Institute, Addis Ababa. Patients in Abuja, Nigeria, were enrolled in Wuse District Hospital, and sputum specimens were processed in the Zankli Medical Centre laboratory, a private laboratory acting as a diagnostic centre for the National Tuberculosis Programme. In Nepal, patients were enrolled from the TB DOTS centre of Tribhuvan University Teaching Hospital and the Dirgh Jeewan Health Care and Research Centre, both in Kathmandu. Sputum specimens collected in both centres were processed in Tribhuvan University Health Research Laboratory. In Yemen, patients were enrolled at the Tuberculosis Institute, which is the reference centre and headquarters of the National Tuberculosis Programme and which provides diagnostic services to the surrounding population and referred patients.

All patients were requested to submit three sputum specimens following one of the two schemes. One scheme required patients to provide a sputum sample on first attendance at the health facility, a second sample (which was produced at home) the following morning, and a third sample collected on the spot when the patient brought the morning specimen to the laboratory (SMS). The second scheme required patients to provide a specimen on the spot upon first attendance at the health care facility, a second specimen one hour after the first specimen, and a third specimen that was produced at home the following morning (SSM). The schemes were allocated by week using a randomization list that was produced at home the following morning (SSM). The data obtained for smear microscopy (ZN and LED-FM) were paired and therefore relatively independent of the actual representativeness of the participants in relation to the reference population.
Auramine O, counterstained with potassium permanganate, for FM [11]. Slides were labelled with study numbers. These labels were then covered with wrap-around stickers before mixing and reading to ensure laboratory technicians were unaware of the grades assigned to previous smears. Grading was conducted by laboratory technicians, and the stickers were removed when another technician entered the results into the study logbooks. LED-FM was conducted on standard microscopes fitted with adaptors consisting of a specialised objective with an attached LED light source (LUMIN and the QBC Paralens Fluorescence...
Microscopy System). ZN smears were examined at 1,000× magnification, and LED-FM smears (in accordance with advice from the International Union Against Tuberculosis and Lung Disease Working Group on Smear Microscopy) at 200×, with confirmation of positive smears at 400× magnification. Smears were classified as positive when ≥1 AFB was detected per 100 fields, and patients were considered smear-positive if they had ≥1 positive smear [6]. Patients with missing results were classified according to the results of available smears (e.g., patients with two negative smears but missing the third specimen were classified as negative). The morning specimen, or, if not available, a spot specimen, was concentrated (Petrof’s method) and cultured on solid medium. Identification of Mycobacterium tuberculosis complex was confirmed by standard biochemical tests [11].

The study was implemented at each site after training and a pilot phase, and was conducted in compliance with good clinical practice/good clinical laboratory practice. A lot quality assurance sampling scheme was used to determine the sample size for ZN smear microscopy external quality assessment (EQA) to assure a sensitivity of 90% relative to the controller, with a maximum of two errors [12]. Sampling for ZN smear microscopy EQA was performed before, during, and at the end of the study and was conducted by WHO/International Union Against Tuberculosis and Lung Disease Supranational Reference Laboratories. A random selection of 20% LED-FM smears from all sites was also selected for EQA. In addition, all LED-FM smears graded as scanty (<10 AFB per 100 fields) were sent to Supranational Reference Laboratories and the German-Nepal Tuberculosis Project in Nepal at the end of the study, where smears were re-stained and re-checked using conventional FM. The main outcomes for comparison were the sensitivity and specificity of LED-FM compared with the sensitivity and specificity of ZN smear microscopy. Culture was used as the reference standard, and the analysis was stratified by scheme. As LED-FM smears with scanty AFB (<10 AFB) were often reported negative by conventional FM, both results are presented, stratified by culture to assign true-/false-positive results. It is however acknowledged that this partial verification could result in an inaccurate estimate of test performance and that this latter sub-analysis needs to be interpreted with caution.

Data are presented using summary statistics with 95% CI. Comparisons of the characteristics of the patients studied in the four participating countries were by one-way analyses of variance for continuous measures and Fisher exact tests for categorical measures. Comparisons of sensitivity and specificity values where both methods were applied to the same samples (i.e., the observations were paired) were done using the McNemar test; comparisons where samples were taken from two different (independent) cohorts were done using the Fisher exact test. The sample size calculations for the study assumed that ZN smear microscopy would identify 50% of culture-positive patients and that LED-FM would be 10% more sensitive than ZN smear microscopy [2]. The target sample size of 1,605 was assumed to be the number of the number required because the calculations presumed that specimens were not paired. Although studies evaluating paired samples have lower minimum sample sizes required than studies using independent samples, the overestimation was unavoidable without prior knowledge of the expected test discordance.

Results

A total of 2,445 patients (37% of 6,628 patients enrolled for the larger trial [7]) were enrolled for the LED-FM evaluation. Of these, 468 (19%) were enrolled in Ethiopia, 526 (22%) in Nepal, 685 (29%) in Nigeria, and 766 (31%) in Yemen. The characteristics of the participants are summarised in Table 1. More participants (1,294, 53%) were male, and the majority were married (1,679, 69%). Participants in Nepal and Yemen were older (mean [standard deviation] of 43.6 [17.7] and 41 [17.9] y) than participants in Ethiopia and Nigeria (34.9 [14.3] and 34.3 [11.1] y, respectively, p < 0.001). Patients in Ethiopia and Yemen were more likely to come from rural areas (58% and 51%) than patients in Nepal and Nigeria (7% and 13%, p < 0.001), and patients in Nepal presented with longer cough duration than patients in the other three countries. The most frequent complaints were cough, chest pain, weight loss, anorexia, fever, and night sweating. Of the 2,445 patients enrolled, 529 (21.6%) were culture-positive, 1,826 (74.6%) were culture-negative, and 90 (3.7%) had invalid culture results (57 [2.3%] contaminated and 33 [1.4%] missing). Among patients with positive or negative cultures, 1,156 (48.9%) were screened using the SSM scheme and 1,199 (51.1%) the SMS scheme.

Individual ZN and LED-FM smear results by type of specimen are described in Text S3. Smears prepared from the morning specimens were more likely to be positive than smears prepared from spot specimens. Among culture-positive patients, ZN smears were less likely to be positive than LED-FM smears (937/1,568 [59.8%, 95% CI 57.3%–62.9%] and 1,031/1,531 [68.7%, 95% CI 66.3%–71.0%], respectively, p < 0.001). Among culture-negative patients, ZN smears were more likely to be negative than LED-FM smears (5,263/5,349 [98.4%, 95% CI 98%–98.7%] and 4,816/5,118 [94.1%, 95% CI 86.4%–98.1%], respectively, p < 0.001). Single LED-FM smears therefore had higher sensitivity but lower specificity than single ZN smears. Out of 283 LED-FM smears with scanty grades that had paired conventional FM readings, 136 (48.1%) were culture-positive and 147 (51.9%) culture-negative according to conventional FM. Ninety-six (70.6%) of the culture-positive specimens were graded positive and 77 (52.3%) of the 147 culture-negative specimens were graded negative by conventional FM. LED-FM smears therefore were more sensitive but less specific than conventional FM smears for classifying smear results with low AFB numbers. The sensitivity/specificity obtained after incorporating the revised scanty smears in the analysis is shown in Table 2 for illustration.

Using two or three LED-FM smears per patient resulted in sensitivities (95% CI) of 72.8% (68.8%–76.5%) and 77.1% (73.3%–80.6%), compared to 65.8% (61.6%–69.8%) and 70.5% (66.4%–74.4%) when using two or three ZN smears (p < 0.001 for both). Using two or three LED-FM smears per patient produced specificities (95% CI) of 90.9% (89.5%–92.2%) and 88.1% (86.5%–89.6%), respectively, compared to 98% (97.3%–98.6%) and 96.5% (96.8%–98.2%) when using two or three ZN smears (p < 0.001 for both). The accuracy of using three LED-FM smear examinations per patient was 85% (2,017 of 2,355 patients correctly classified, 95% CI 84.2%–87%), which was lower than the 91.8% accuracy obtained when using three ZN smear examinations (2,136 of 2,355 patients, 95% CI 89.5%–91.8%, p < 0.001). An illustration of the proportion of true- and false-positive and -negative results obtained with ZN smear microscopy and LED-FM using two and three smears is included in Table S4 for illustration. The use of two ZN smears would correctly classify the highest number of patients (91%), but would also miss the highest number of cases with TB, and, conversely, using three LED-FM smears would have the lowest number of cases classified correctly (85%), but would miss the lowest number of cases with TB, thus the increased sensitivity is at the expense of lower specificity. The sensitivity and specificity of the SSM and SMS
schemes for both LED-FM and ZN smear microscopy are shown in Text S3. There were no statistical differences between the schemes.

**Discussion**

The number of cases of PTB continues to increase worldwide despite major international control initiatives [1], and at least 50 million individuals with chronic cough are screened for TB each year. Although it is widely accepted that the early identification of cases through inexpensive point-of-care diagnostics is pivotal for effective control of TB, the diagnosis of PTB often relies on sputum smear microscopy, especially in resource-limited settings. Sputum smear microscopy services are the most decentralized of the TB diagnostic services, allowing patients to be screened for tuberculosis at relatively basic health care facilities. In most LMICs, however, these centres are less numerous than treatment centres, and many patients still need to travel to submit sputum specimens for diagnosis, incurring considerable personal costs, and this often leads patients to abandon the process. The diagnosis of TB therefore is particularly difficult for poor and marginalised patients, who face multiple challenges to accessing a TB diagnosis [13], and the improvement of smear microscopy services remains necessary to increase patients' access to treatment [14]. Furthermore, smear microscopy is known to be less sensitive in HIV-associated tuberculosis, and interventions which could increase this sensitivity are needed.

LED-FM holds multiple advantages over both the conventional mercury vapour lamp FM and standard light microscopy. LEDs are relatively inexpensive, can be powered by mains or batteries, and have an effective lifespan of thousands of hours [5]. The longer lifespan of the LED systems, as well as facilitating their implementation, may result in better quality FM than conventional systems since mercury vapour and halogen lamps are often used after their effective lifespan, with diminished power, to cause fluorescence. The lower capital and maintenance costs of LED-based systems, the faster grading of smears than with ZN smear microscopy, and FM's reputed higher sensitivity makes LED-FM devices potentially more suitable for LMIC laboratories. Despite this potential, there have been very few well-designed field evaluations using culture as the reference standard [2,15] to assess whether LED-FM performance varies in locations with no or limited experience with FM.

LED-FM in this study had higher sensitivity but lower specificity than ZN smear microscopy, which resulted in a significantly...
higher number of patients with PTB being treated, but lower overall diagnostic accuracy, as illustrated in Text S3. Although most previous studies are small [2,15,16], they have reported increased sensitivity and similar specificity of LED-FM compared with ZN smear microscopy. Recently, however, Cattamanchi et al. suggested that LED-FM had lower specificity than conventional ZN smear microscopy in patients co-infected with HIV in Uganda [17], suggesting that the loss of specificity was more evident in patients who had scanty AFB in sputum. The investigators, however, had processed different specimens for ZN smear microscopy and FM; thus, the interpretation of this study is difficult [18], and further studies are needed. If these findings are corroborated by further studies, however, it is still important to consider that if a trade-off has to be made between sensitivity and specificity, it is preferable to err on the side of increased sensitivity. If these findings are corroborated by further studies, however, it is still important to consider that if a trade-off has to be made between sensitivity and specificity, it is preferable to err on the side of increased sensitivity and treat a small number of patients who do not have TB. There are real consequences to a false-positive result: patients incorrectly diagnosed with TB have the cost and inconvenience of taking a six-month course of treatment, and troublesome side effects are common, but life-threatening treatment-related events (hepatitis and Stevens-Johnson syndrome) are infrequent (<5% incidence). It is also necessary to discuss whether solid culture, or liquid culture, can function as an adequate comparator, as neither culture system has higher specificity than smear microscopy might be debatable. The WHO manual for laboratory services in TB control states that the probability of obtaining a positive culture is related to the number of AFB in the specimen, with only about 50% of cultures of specimens with 1–2 AFB per 100 fields being identified as positive, increasing to 80% and 96.7% for specimens with “scanty” (1–9 AFB per 100 fields) and “+” AFB grades, respectively. The analysis of our smear-positive, culture-negative results indicated that more than 98% of these were scanty smears with a median of one AFB per smear, and 23.7% had a second positive smear by either ZN smear microscopy or LED-FM. It is thus highly likely that these patients either had paucibacillary tuberculosis in which M. tuberculosis failed to grow in culture, or were infected/colonised by non-tuberculous mycobacteria. This is unfortunately an inherent weakness of solid culture (and, to a lesser extent, liquid culture) as a diagnostic reference standard. Judgements on the performance of new diagnostic tests must be done with considerations of these limitations. The “false positive” LED-FM results are thus most likely due to technician error, but we cannot discount the possibility that these were cases with TB or non-tuberculous mycobacteria with a false-negative solid medium result that would have been detected using liquid medium. There might also be cases of TB that would have been missed by both culture technologies (because of delayed processing/destruction of marginally viable bacilli during decontamination or bacterial over-growth).

Unfortunately, HIV testing was not done systematically as part of this study. Overall, the vast majority of patients across the sites did not know their HIV status. The exception was the Nigerian site, where around half of patients reported knowing their HIV status. Only patients who volunteered this information were categorised as HIV positive or negative. Any sub-analysis of the results by HIV status would be underpowered, subject to self...

**Table 2.** Sensitivity and specificity of using two or three ZN and LED-FM smears per patient.

<table>
<thead>
<tr>
<th>Number of Smears</th>
<th>Smear Resulta</th>
<th>Culture-Positive (n = 529)</th>
<th>Culture-Negative (n = 1,826)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>ZN Smear Microscopy</td>
<td>LED-FM</td>
<td>After Review of Scanty FM Smearsb</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>2</td>
<td>Positive</td>
<td>348 (65.8)</td>
<td>385 (72.8)</td>
</tr>
<tr>
<td></td>
<td>Negative</td>
<td>181 (34.2)</td>
<td>144 (27.2)</td>
</tr>
<tr>
<td>3</td>
<td>Positive</td>
<td>373 (70.5)</td>
<td>408 (77.1)</td>
</tr>
<tr>
<td></td>
<td>Negative</td>
<td>156 (29.5)</td>
<td>121 (22.9)</td>
</tr>
</tbody>
</table>

**Table 3.** Absolute difference the use of two- or three-smear ZN smear microscopy and LED-FM schemes would make per 1,000 persons tested in situations with similar TB prevalence.

<table>
<thead>
<tr>
<th>Test</th>
<th>Absolute Difference per 1,000 Persons</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>True positive</td>
</tr>
<tr>
<td>Pre-test prevalence of 21.6%a</td>
<td></td>
</tr>
<tr>
<td>Two-smear ZN smear microscopy</td>
<td>142</td>
</tr>
<tr>
<td>Two-smear LED-FM</td>
<td>157</td>
</tr>
<tr>
<td>Two-smear LED-FM after EQA</td>
<td>151</td>
</tr>
<tr>
<td>Three-smear ZN smear microscopy</td>
<td>152</td>
</tr>
<tr>
<td>Three-smear LED-FM</td>
<td>167</td>
</tr>
<tr>
<td>Three-smear LED-FM after EQA</td>
<td>161</td>
</tr>
</tbody>
</table>

aProportion of patients with culture-positive TB results observed in this study.

doi:10.1371/journal.pmed.1001057.t002
selection bias, and confounded by the duration since last test and the methods used for testing.

Clinical laboratories in our study had considerable experience with ZN smear microscopy but limited experience with mercury vapour lamp FM, and their conventional FM microscopes were neither functioning nor in recent use at the time of the study. Although technicians received 2-d refresher training at the bench, were supervised for a further day to monitor performance, and had photographic bench-aid available, ZN smear microscopy had consistently higher specificity.

Interestingly, the rechecking of scanty smears and comparison against culture suggests that LED-FM also had higher sensitivity but lower specificity than conventional FM. These differences could have been due to the devices’ performance characteristics, as reference laboratories are equipped with high-quality microscopes with greatly improved optics, and to the novelty of LED-FM, with laboratory technicians conducting more careful examinations and spending more time reading the smears to identify paucibacillary smears, while lacking experience to distinguish fluorescent artefacts from scanty AFB. Furthermore, technicians in the reference laboratories routinely use dark rooms, which facilitate visualizing the AFB in conventional FM but are not required with LED-FM, and may have been more cautious to declare smears with one or two bacilli as positive. Also, the smears may have faded, and AFB could have been washed off during re-staining.

Although the comparison of LED-FM and conventional FM was based on the verification of a partial selection of smears and needs to be replicated, national TB control programmes considering introducing LED-FM devices may wish to bear in mind that their performance could vary with the service setting, staff experience, and the type of devices used. In contrast to the findings of this study, other studies conducted at established research centres have found similar specificity in conventional FM and LED-FM. Our lower specificity may thus be the upside of the trade-off implicit in the larger amount of operational data collected in this study, at the cost of a less-ideal reference standard. The LED-FM technology, however, is likely to be widely implemented, and the study still gives valuable insights into operational issues. The performance of LED-FM, and indeed any diagnostic test, depends critically on proficiency of test operators. Adequate and appropriate training is thus required. Current expert opinion is that only moderate training (3 d) is required to make laboratory technicians already proficient in ZN smear microscopy proficient in LED-FM. This training was provided to study staff, involved instruction in specimen processing and staining techniques, and included 2 d of supervised routine microscopy during which an expert helped resolve any doubtful results in order to instill confidence in workers. All staff reported familiarity and confidence in their ability to perform the technique. We believe that this kind of training is most likely sufficient for the induction of staff in laboratories where the technique is well established and there are experienced staff who can provide continued mentoring. However, as stand-alone training, after which laboratory staff are expected to maintain performance without access to a second opinion, it is most likely inadequate, and the development of structured and standardised training packages and supervisory schemes is needed to support scale up. The introduction of LED-FM therefore needs to be accompanied by careful training, appropriate quality control, and monitoring of the performance of LED-FM in the field. Implementers may need to consider whether trade-offs between higher sensitivity and lower specificity are acceptable.

The study also indicates that the sensitivity and specificity of LED-FM is independent of whether the sputum specimens are collected as SSM or SMS. There is hardly any evidence that a particular sequence of sputum collection increases the probability of finding TB bacilli, and we have recently demonstrated that this is not so [7]. Although morning specimens have a higher yield (and single-smear sensitivity), examining two spot specimens identifies equivalent numbers of smear-positive patients as examining one spot specimen followed by one morning specimen. SMS requires that all patients return to provide the morning sample, while the SSM would identify most smear-positive cases in one day. Thus, what is crucial is the potential shortening of the process. Although many clinicians are reluctant to rely on spot specimens due to the higher sensitivity of the morning specimens, the 10% higher sensitivity of a single morning specimen becomes redundant once multiple specimens are used. The WHO has recently recommended using spot specimens (indeed spot-spot) to allow the screening of patients in one day. However, the change in policy was based on the evaluation of the LED-FM smear microscopy results. We now provide evidence that a frontloaded LED-FM approach that uses two spot specimens results in the same yield as approaches using a conventional SMS LED-FM scheme. This seemingly small change may hold the key to improving current microscopy services. If two smears are collected and examined on the first day and one of them is positive, as was the case in the majority of smear-positive cases in this study, patients would not have to return the next day to complete the sputum submission process. If health systems are modified to provide results on the same day, patients could save the costs of one more visit in the diagnostic process, the majority of smear-positive patients could be referred for treatment on the day of consultation, and dropout rates may be reduced.

Moreover, it is important to consider the role that LED-FM can play in the recent WHO endorsement of the new rapid, automated nucleic acid amplification test, Xpert. It is unlikely, in the short term, that Xpert can be scaled up and decentralized sufficiently to replace smear microscopy as the initial diagnostic test worldwide, even in areas with high rates of multi-drug-resistant TB or HIV-associated TB, where Xpert is recommended as the initial screening test. Furthermore, the WHO recommends continuing to use smear microscopy for treatment monitoring, even in areas served by new technologies such as TB culture, line probe assays, and the Xpert assay. In areas without high rates of multi-drug-resistant TB or HIV-associated TB, cost-effectiveness considerations favour the use of smear microscopy as the initial diagnostic tool, and thus the improved performance of direct smear microscopy (and indeed a technique that facilitates faster examination of smears) is an important step for improving diagnostic services in LMICs, one that would reduce laboratory workloads and facilitate the faster identification of patients with negative smear microscopy who could undergo further tests.

Despite the reduced specificity of LED-FM, this approach still has operational advantages that make it an attractive tool for TB laboratory diagnosis. National control programmes introducing new LED-FM services should monitor the performance of the method under operational conditions, as training needs of staff may be greater than anticipated. This study has shown that LED-FM can play a key role in reaching WHO targets for TB detection, reducing laboratory workloads, and ensuring poor patients’ access to TB diagnosis and prompt treatment.

**Supporting Information**

Text S1 Study protocol. (DOC)

Text S2 STARD checklist. (DOC)
Text S3 Supporting tables. Table S1 shows single ZN and LED-FM smear results by culture; Table S2 shows sensitivity and specificity of using two and three ZN and LED-FM smears per patient, by specimen collection scheme.

Acknowledgments

We are grateful to the National TB Reference Laboratory, Korean Institute of Tuberculosis, Seoul, Korea; the National TB Reference Laboratory Bureau of Tuberculosis, Bangkok, Thailand; and the German-Nepal Tuberculosis Project, Kathmandu, Nepal, for re-examining FM smears and grading the smears for the EQA. We are also grateful to Drs. Gillian Mann (Liverpool School of Tropical Medicine, UK), Jairton Barros Correia (Instituto Materno Infantil Prof. Fernando Figueira, Brazil), and Veronique Vincent (Stop TB Department, WHO, Switzerland) for their input into the research planning workshop held in Geneva in 2007. Luis Eduardo Cuevas, Carl-Michael Nathanson, Jean Joly and Andrew Ramsay are staff members of the World Health Organization.

Author Contributions

ICMJE criteria for authorship read and met: LEC NA-S LL MAY IA NA JBS ANA ENE YM MIO JOB MA AA GH RMA ST C-MN JJ BF SBS AR. Agree with the manuscript’s results and conclusions: LEC NA-S LL MAY IA NA JBS ANA ENE YM MIO JOB MA AA GH RMA ST C-MN JJ BF SBS AR. Enrolled patients: NA-S LL IA NA JBS ANA ENE YM MIO JOB. Conceived and designed the experiments: LEC MAY AR BF. Performed the experiments: NA-S LL IA NA JBS ANA ENE YM MIO JOB MA AA GH. Analyzed the data: LEC MAY AR BF. Contributed reagents/materials/analysis tools: GH C-MN JJ. Wrote the paper: LEC MAY AR SBS RMA ST BF. Acted as field director: NA-S LL IA NAA JBS. Obtained national ethical approval: NA-S LL IA NAA JBS. Facilitated insertion of the study into the National Control Programme: AA MA LL JBS.

References

Editors’ Summary

Background. Tuberculosis is a global public health problem. Every year, about 1.7 million people die from this contagious bacterial infection, and about 9 million new cases occur, mainly in low- and middle-income countries. *Mycobacterium tuberculosis*, which causes tuberculosis, is spread in airborne droplets when people with the disease cough or sneeze, and usually infects the lungs (pulmonary tuberculosis). Symptoms of tuberculosis include a persistent cough, weight loss, and night sweats. Because tuberculosis is easily transmitted and potentially deadly, it is important that it is diagnosed quickly and accurately and immediately treated. The “gold standard” diagnostic test for tuberculosis is mycobacterial culture (in liquid or solid medium), in which laboratory technicians try to grow *M. tuberculosis* from sputum (mucus brought up from the lungs by coughing). However, this test is expensive, so most patients suspected of having pulmonary tuberculosis in resource-limited countries are investigated using sputum smear microscopy. In this cheaper but less sensitive test, sputum samples are “smeared” onto microscope slides, stained with Ziehl-Neelsen (ZN) dye, and then examined with a microscope for the presence of *M. tuberculosis*.

Why Was This Study Done? With smear microscopy, multiple samples have to be examined to increase the test’s sensitivity (the proportion of patients with culture-positive tuberculosis that the test detects). Because each smear examination takes up to 10 minutes, tuberculosis diagnosis with ZN smear microscopy creates a large laboratory workload. A variant form of smear microscopy—light-emitting-diode fluorescence microscopy (LED-FM)—could reduce this workload. With LED-FM, smears stained with a fluorescent dye can be examined in a quarter of the time it takes to examine ZN smears. In this study, the researchers evaluate the sensitivity and specificity (the proportion of people with a negative smear among people without tuberculosis; a high specificity indicates a low false-positive rate) of LED-FM using samples collected in a trial undertaken in four resource-limited countries (Ethiopia, Nepal, Nigeria, and Yemen) to investigate two schemes for sputum sample collection. In the spot-morning-spot (SMS) scheme, patients provide two on-the-spot samples during their first clinic visit and a sample collected at home the next morning. In the spot-spot-morning (SSM) scheme, patients provide an on-the-spot specimen at their initial consultation, a specimen collected at home the next morning, and a second on-the-spot sample when they deliver their morning specimen. In the spot-spot-morning (SSM) scheme, patients provide two on-the-spot samples during their first clinic visit and a sample collected at home the next morning.

What Did the Researchers Do and Find? In the main trial, the researchers collected sputum samples using the SMS or SSM scheme from 6,627 patients with a cough lasting more than two weeks. For their investigation of LED-FM, they examined nearly 2,400 samples (half SSM and half SMS specimens, about a quarter of which were tuberculosis culture-positive) with both ZN smear microscopy and LED-FM and determined the sensitivity and specificity of both tests—with one, two, or three sputum samples per patient—relative to mycobacterial solid culture. Single LED-FM smears had higher sensitivity but lower specificity than single ZN smears. The sensitivities of two LED-FM and two ZN smears were 72.8% and 65.8%, respectively; the specificities of these tests were 90.9% and 98.0%. The sensitivities of three LED-FM and three ZN smears were 77% and 70.5%, respectively; the specificities of these tests were 88.1% and 96.5%. The sensitivity and specificity of both tests was similar for samples collected using the SMS and the SSM schemes.

What Do These Findings Mean? These findings show that in the resource-limited countries included in this trial, LED-FM has a higher sensitivity but lower specificity than ZN smear microscopy. The researchers calculate that in this study the accuracy of three LED-FM examinations was 85% (2,017 out of 2,355 patients were correctly classified as infected or uninfected), whereas the accuracy of three ZN smears was 91.8%. Thus, although LED-FM should identify more people with tuberculosis than ZN smear microscopy, because of its lower specificity, its use might also lead to more people without tuberculosis being needlessly treated for the disease. Nevertheless, provided that the introduction of LED-FM is accompanied by appropriate training and performance monitoring, LED-FM is an attractive potential tool for the laboratory diagnosis of tuberculosis that, together with a move towards the collection of two on-the-spot smears in a single clinic visit, could ensure that poor patients have access to timely tuberculosis diagnosis and prompt treatment.

Additional Information. Please access these Web sites via the online version of this summary at http://dx.doi.org/10.1371/journal.pmed.1001057.

- Details of the parent trial in which the samples used in this study were collected are available in a *PLoS Medicine* Research Article by Cuevas et al.
- The World Health Organization provides information on all aspects of tuberculosis, including information on tuberculosis diagnostics; recent WHO policy statements on diagnosis of tuberculosis are available; the Stop TB Partnership provides information on global tuberculosis control (some information in several languages).
- The US Centers for Disease Control and Prevention has information about tuberculosis, including information on the diagnosis of tuberculosis disease.
- The US National Institute of Allergy and Infectious Diseases also has detailed information on all aspects of tuberculosis.
- MedlinePlus has links to further information about tuberculosis (in English and Spanish).
- A new Web site dedicated to the discussion and optimization of smear microscopy has recently been launched.